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Failing pass rates did not correlate between Mobius3D and 
Octavius measurements (CI = -0.2). 
The ITVmean difference between Pinnacle TPS and Mobius3D is 
used to evaluate the target coverage. The mean difference 
between Pinnacle TPS and Mobius3D is 0.6% (SD = 1.4%). 
Conclusions: There is no correlation between the results of 
Mobius3D and the Octavius measurements, which makes it 
probable that the deviation is in the verification tool rather 
than in the TPS. About 90% of the treatment plans pass the 
set criteria. With no need of machine time and an automated 
workflow Mobius3D is also for VMAT lung SBRT a highly 
efficient QA tool for treatment plan verification. 
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Purpose/Objective: In radiotherapy, tissue equivalent 
material commonly known as bolus is used for increasing 
patient surface dose. The purpose of this study was to 
investigate the dosimetric effect of air cavities between 
bolus and patient surface in VMAT treatments. Air cavities 
may occur when the fixation mask does not align with the 
contour of the patient surface due to weight loss, due to 
irregularity of the patient surface and/or insufficient 
flexibility of the bolus material. 
Materials and Methods: VMAT treatment plans were 
generated in the Eclipse treatment planning system v.10.0 
(Varian Medical Systems, Inc.). Two different arc techniques 
with 6 MV photons were used on the anthropomorphic 
Alderson ART-300A phantom: One full arc with 3 and 5 mm 
bolus linked to the treatment field, respectively, and one 
double half arc with 3 mm bolus linked to the treatment 
field. Air cavities (0, 5, 10, 15 mm) were introduced by 
moulding these into fixation masks (Figure 1B). All 
measurements were performed on a Varian 2300 iX Clinac 
using GafChromic ETB3 film. 
Results: The results show a decrease in measured dose with 
increasing air cavity (Figure 1 - Graph). The delivered dose 
without air cavity was 95.4 %, 95.3 % and 90.7 % using full arc 
with 3 and 5 mm bolus and half arc with 3 mm bolus, 
respectively. At air cavity of 5 mm the delivered dose was 
decreased to 86.8 %, 86.2 % and 87.5 % respectively, 
decreasing further at larger air cavities. All measurements 
were normalized to prescribed dose of 2 Gy. 
Conclusions: This study indicates that there is a critical 
reduction in dose at air cavities of 5 mm and above. 
Recommendations of 95% dose coverage of the planning 
target volume may therefore easily be compromised if the 
bolus material is not in place. In addition, a lower surface 
dose was observed for the half arc technique compared to 
the full arc, when using 3 mm bolus. 
We are currently conducting more measurements using 
additional target sites, bolus thicknesses and other dose 
measurement techniques to investigate the generality of our 
results. 
 
 
Figure 1 - A shows the placement of the planning target 
volume. B shows the fixation masks with the moulded air  
cavities. The graph shows the delivered surface dose from 
the three VMAT treatment plans normalized to 2 Gy.  
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